
freedom. 
security.

go with confidence!

u s e r  g u i d e

®



iMPOrTANT:
charge belle® on 

cradle before first use

Charging Procedures:
Plug in the charging cradle and 
place belle into the cradle.
• belle is in the process of charging when the small,  
 red battery light on the device is flashing.

• belle is fully charged when the small, red battery 
 light on the device is solid.

•  Remember, it is normal for the small, red battery 
 light on belle to be off when the device is not in
 the charging cradle.
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We recommend that you test belle monthly. 

1. To test, press and hold the call button 
until the small call light on belle turns 
blue.

2. After a short delay, you will hear tones  
or ringing. 

3. The specialist will answer the call. 
4. Tell the specialist you are testing. 

1. Press and hold the call button until 
the small call light on belle® turns 
blue. 

2. After a short delay, you will hear tones 
or ringing. 

3. The specialist will answer the call. 
4. The specialist can send emergency 

personnel or loved ones to help you.

how to call for helph O w TO  CA l l f O r  h e l P

T e sT i N g  b e l l e
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Coverage:  
This product requires that there be 
adequate AT&T 3G cellular coverage to 
work properly. It is important to test the 
device to know if it works in your area. 
Remember that your surroundings and 
environmental and topographic conditions 
may also affect your coverage.

Charging: 
Your device’s rechargeable battery 
may last up to 30 days per charge. It is 
recommended that you place belle® 
in the charging cradle near your bed 
every night so your device is always fully 
charged. 

Failure to recharge belle will result in 
the device not being able to function 
properly.

how to call for helpby usiNg This deviCe, yOu ACkNOwledge ANd ACCePT The fOllOwiNg iNfOrMATiON.



shower-safe: 
belle® is shower-safe, but should not be 
submerged. 

Pacemakers:  
Individuals with pacemakers should 
review their pacemaker materials 
regarding interaction with cell phones, 
and take the same precautions the 
materials recommend for this device.

by usiNg This deviCe, yOu ACkNOwledge ANd ACCePT The fOllOwiNg iNfOrMATiON.
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